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LASER THERMODESTRUCTION OF BRAIN TUMORS 
WITH MULTIMODAL NEURONAVIGATION USING

V.D.Rozumenko
The A.P.Romodanov Institute of Neurosurgery of Academy of Medical Sciences of Ukraine

The article describes the experience of simultaneous application of progressive laser an  d neuronavigation tech-
nologies in surgical treatment of brain tumors. The aspects of preoperative surgical planning and intraoperative 
neuronavigation control of the laser thermodestruction technique are considered.

Keywords: brain tumors, laser thermodestruction, neuronavigation.


